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Whenexternalmeasurementsaremadeofelectrochemicalsystems,includingbioelectrochemical,thereresultsaninteraction.Such
measurements cause electrochemical processes to take place that are signiﬁcant. This work looks into the nature and signiﬁcance
of the interfacial processes on membrane and membrane phenomena. The conclusion reached is that interfacial processes are
important and cannot be overlooked.
1.Introduction
Faraday’s and Kirchoﬀ’s Laws are applied to electrochemical
systems that have two compartments separated by a salt
bridge or a membrane. The act making voltage measure-
ments results in a closing of the circuit. There are processes
that occur at the solution/metal interfaces that cannot be
neglected. Ignoring these interfacial processes result in ob-
fuscated conclusions.
Faraday’s Law deﬁnes ions as the traveler in the elec-
trolyte when current is ﬂowing. He further deﬁnes the anode
as the electrode at which oxidation occurs and the cathode
at which reduction occurs. As a corollary, when the system is
placed on open circuit, since oxidation-reduction reactions
are not occurring, there is only a conductor dipping in an
electrolyte solution. Recognizing that, colloquially, a combi-
nation of a conductor dipping an electrolytic solution, say
FeCl2 and FeCl3,i sr e f e r r e dt oa sa ne l e c t r o d e ,i ti sn o ta n
electrode that ﬁts the deﬁnition but should better be termed
a preelectrode because the circuit is not completed.
Consider the electrochemical circuit of Figure 1.I tf e a -
tures two compartments that may be separated by an agar
salt bridge, an asbestos thread, a semipermeable membrane,
or a fritted glass disk. Let us have a solution of FeCl3 and
FeCl2 inonecompartmentwithaplatinumwireinsertedinto
this compartment and a standard hydrogen electrode (SHE)
in the second compartment. The electrode reactions may be
written as (when connected at least through a meter).
Anode: 1/2H2 −→ H+ +e −
Cathode: Fe+3 +e − −→ Fe+2
Recognizing that we are dealing with the chlorides, these
e q u a t i o n sm a yb ew r i t t e na se q u i v a l e n t l ya sf o l l o w s .
Anode: 1/2H2 +C l
− −→ HC l+e −
Cathode: Fe+3 +2 C l
− +e − −→ FeCl2
The ﬁrst form emphasizes the charge transfer processes
between the solutions and conductors dipping into them.
The second form emphasizes the ionic conduction between
the compartments.
It is noted that the current in this closed circuit may
be measured by having an external meter in the electronic
pathway or by making use of Ampere’s Law to measure the
magnetic ﬁeld induced by the current ﬂow. This measure-
ment can be made using magnetometers such as “clamp on”
meters [1] or the more esoteric SQUID(forsuperconducting
quantum interference device) without breaking the circuit.
Actually, if one believes that some current ﬂows in an open
circuit system, these devices may be used for conﬁrmation.
Kirchoﬀ’s Law becomes important in bioelectrochemical
systems where a “ground” electrode is also in contact with
the electrolyte where the current path branches.2 The Scientiﬁc World Journal
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2. Nernst Equation
The Nernst equation is derivable from the Gibbs Free Energy
starting with
ΔGo =−zFEo
cell,( 1 )
where ΔGo is the Gibbs Free Energy, z is the number of
electrons involved in the electron transfer at the electrode
interfaces, F is the Faraday constant, and Eo
cell is the voltage
measured at the terminals.
Nenrst noted that when not at standard conditions,
Ecell = Eo
cell −

RT
zF

lnQ, (2)
where Q is the reaction quotient based on actual concen-
trations. The value of Ecell is measured at the terminals. Re-
member that such a measurement results in a closed circuit
and there is no known way to measure a single electrode,
only a completed circuit. This is entirely diﬀerent than deal-
ing with electrostatic charge where there are electrostatic
meters. If there is discontinuity, then, without the oxidation-
reduction reaction, these become merely conductors dipping
into electrolytic solutions and there is no electrochemistry.
As a consequence, oxidation-reduction potentials are ar-
bitrarily assigned the value of zero to the SHE and potentials
are measured from the electrode of interest to the SHE.
At this point, it is of interest to know exactly what
electrode process is occurring. Let us consider three cases
when this becomes important. The ﬁrst case is the hydrogen-
oxygen system, commonly recognized as the fuel cell pro-
posed for electric vehicle propulsion. According to the stand-
ard oxidation-reduction potential, this electrochemical cell
should read 1.229 volts on open circuit. The highest voltage
experimentally observed is about 1.05 volts. The speculation
is that the initial product of the reduction of oxygen is H2O2
and not H2O.
The second example is the case of, say, Fe+2/Fe+3 versus
the SHE. With both at unit activity, the potential is 0.077
volts. Using the Nernst equation and decreasing the activities
of the ions, Fe+2 and Fe+3, while not changing the other
chamber of Figure 1, the calculated potential using the
Nernst equation is still 0.077 volts. However, the chamber
of one side of Figure 1 contains the unit activity ratio of
Fe2+/Fe+3, and the other chamber has the same ratio of
Fe+2/Fe+3 at 0.1 unit activity, then the system is a concentra-
t i o nc e l la n dd e l i v e r s5 9m V .T h ee l e c t r o d er e a c t i o n sf o rt h e
concentration cell diﬀer from the iron/hydrogen system.
The third example occurs with signiﬁcant current im-
pressed upon the system [2]. The overall system in one in
which nickel hydroxide is deposited from an acidic nickel
nitratesolutionintotheporesofasinterednickelbycathodi-
zation. The counter electrode reaction is just the electrolysis
of water. The overall reaction is as follows:
HNO3 +2 H 2 −→ NH4OH+2O2 (3)
The ammonia is produced within the pores of the cathode
while oxygen is generated at the anode. The ammonia pro-
duction results in precipitation of the Ni(OH)2 resulting in
impregnation that is represented by the following equation:
(9 −x)Ni
+2 +2 (9 −x)OH
− −→ (9 −x)Ni(OH)2 (4)
The value of x depends upon current density. This dem-
onstrates that the processes at the electrode change may be
dependent upon current density at which polarization is
made to take place.
These three examples indicate, again, the need to know
the electrode processes that take place when the circuit is
closed, by even a meter, thereby making an electrochemical
system.
3.Loeb’s DirectMeasurementof
“Membrane Potentials”
P r i o rt oL o e b ’ s[ 3] work in 1922, systems were measured
using two SHEs. Loeb used a collodion bag as the separating
membrane in Figure 1. He had a gelatin chloride in one
compartment and an HCl solution in the other. Analyzing,
ﬁrst, Loeb’s measurements using an electrometer having a
high impedance, potential diﬀerences were measured when
he used calomel electrodes.
He calculated the potential diﬀerences between the two
compartments as he changed the concentration, later chan-
ged the anions, and found there was an agreement between
measurements of the membrane potential (see Loeb’s Tables
XI XII in his chapter on Membrane Potentials).
The calomel reference electrodes consist of a copper wire
dipping into elemental mercury. The mercury is in contact
with calomel (Hg2Cl2) which is bathed by the electrolyte in
that compartment. When the circuit is closed, by a load, or
a meter, or both in parallel, Hg is oxidized to calomel in the
anode compartment:
Hgo −→ Hg+ +e
− (5)
but
Hg+ +C l
− −→ 1/2Hg2Cl2 (6)The Scientiﬁc World Journal 3
The electron eﬀectively travels through the eternal circuit to
the other charge transfer interface where it reaches the calo-
mel and
e
− +1 /2Hg2Cl2 −→ 1/2H2 +C l
− (7)
thereby increasing the concentration of Cl− ions. These Cl−
ions migrate through the membrane to the other compart-
ment.
Thusly, there is electronic ﬂow in the external circuit to
reach the cathode region where there is an electronic transfer
resulting in the reduction reaction. Similarly, the Cl− ion
ﬂows through the electrolyte of the cathode compartment,
through the separating membrane, through the electrolyte
in the anode compartment, where it completes the circuit.
The charge transfer rates of the two electrodes, the electronic
transfer rates, and ﬁnally the ionic ﬂuxes are all the same as
required by Kirchoﬀ’s law. Note, however, the precipitation
of Hg2Cl2 in one compartment and the consumption of
Hg2Cl2 in the other compartment. Thus, there is a mecha-
nism for concentration changes in both compartments.
Loeb believed that he was measuring the membrane
potential directly. Now, we can see that he was measuring the
electrode process that can occur using calomel, or the other
popular reference electrode:
Ag,Ag//HCl (8)
Since, this too contains a mechanism for concentration
changes in both compartments.
Now, consider the analysis of the SHE where gaseous
hydrogen is bubbling over a platinum surface immersed in
an aqueous HCl solution. There is no mechanism for con-
centration changes in the separate compartments. As a re-
sult, there is no electrochemical reaction and no detectable
voltagesofsigniﬁcance.Thus,again,itisfoundthatelectrode
process matters and that the expected voltage using the
SHE results in an assignment of “membrane potential” to a
situation depending upon the nature of the related reference
electrodes.
4. The Goldman Equation
Investigating the electrical properties of membranes, Gold-
man [4] assumed a potential in the solution at point x.
The ensuing derivation results in a equation for a ﬂux,
i(V), caused by a potential diﬀerence. Using Ampere’s law,
one should be able to determine the ﬂux of ions while
the system is on open circuit (references not connected
through a load or meter). Such measurements have not been
found in relevant work. If a question is raised about the
application of Ampere’s law to determine ﬂuxes of ions, a
similar measurement was found earlier [1].
5. Conclusions
Electrochemical systems involve oxidation-reduction reac-
tions that are inseparable, the oxidative part at one interface
termed, by Faraday, the anode, and the reduction of an
equivalent amount at the other interface. Kirchoﬀ’s law
requires that the rate of electron transfer reactions at the
two interfaces be equivalent and that the rate at which the
electrons ﬂow (the current) be equivalent as well as the ﬂux
of ions. Thus, to have a consistent approach, the processes at
the interfaces are important.
Jacques Loeb [3] did not consider the processes at the
electrodes when he made the Nernst equation calculations.
He overlooked the important interfacial processes. Similarly,
Goldman [4] neglects the interfacialreactions.The useof the
Nernst equation requires a set of charge transfer interfaces
even though they do not appear in the equation.
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